Background
a1111111111 a1111111111 a1111111111 a1111111111 a1111111111
Introduction
In critically ill patients monitoring cardiac output (CO) can be the keystone in hemodynamic assessment and therapy in the operating theater or on the intensive care unit [1] [2] [3] . The accuracy, precision of agreement, and trending ability of measurement technologies are essential prerequisites. The prevalence of valvular heart diseases is rising rapidly in industrialized countries as a result of demographic changes [4, 5] . However, remarkably little is known about the reliability of CO monitoring devices in patients with valvular heart disease, particularly in those with aortic valve insufficiency (AI) [6] [7] [8] [9] [10] .
Thermodilution techniques, either transcardiopulmonary thermodilution or pulmonary artery thermodilution, are established methods to measure CO at the bedside [11] . However, a methodological weakness is that the thermal indicator (i.e. ice-cold normal saline injection) may escape from the circulation due to conductive rewarming by the surrounding tissues [12, 13] . Thermal loss by conductive rewarming is considered to be promoted by the cyclic movement of the indicator in valvular regurgitation (prolonged travel of the indicator with increased escape to surrounding tissues) [12, 14] .
Pulmonary artery thermodilution (CO PAC ), which is regarded as the clinical gold standard method, is generally considered to be unreliable in the presence of significant tricuspid insufficiency [12, 15, 16] , but due to the right cardiac measuring site it is not directly affected by aortic insufficiency.
For transcardiopulmonary thermodilution (CO TCPTD ), the thermal indicator further travels through the lungs and left cardiac chambers to finally reach a thermistor downstream in a proximal artery. It is still unclear if (in analogy to right cardiac thermodilution via pulmonary artery catheter in tricuspid insufficiency) CO TCPTD is substantially confounded by left cardiac regurgitation in AI, and further, if this relation is affected by cardiac preload conditions. Therefore, the aim of this study was to investigate the impact of AI on accuracy, precision of agreement, and trending ability of CO TCPTD in comparison with CO PAC under varying cardiac preload conditions.
Materials and methods
The study protocol was approved by the local governmental Animal Care and Use Committee of Hamburg as part of a larger experimental project (approval number 87/08). Sixteen healthy domestic pigs were studied. The care and handling of the animals were in strict accordance with the European Convention for the Protection of Vertebrate Animals used for Experimental and Other Scientific Purposes (Strasbourg, France). All efforts were made to minimize suffering. Experiments were carried out according to the ARRIVE guidelines [17] .
Anesthesia and surgical preparation
The animals were fasted overnight. Premedication was achieved by intramuscular injection of 250 mg s-ketamine, 360 mg azaperone and 15 mg midazolam. Subsequently all animals received a tracheostomy. Anesthesia was maintained with 1.5-2.0 end-tidal vol% of sevoflurane and intravenous infusion of 0. 4 After sternotomy and opening the pericardium the animals received aortic ultrasonic flow probes, which were used for another study protocol [18] but could not be applied for the present investigation due to interference with epicardial echocardiography. An Omniplane III TEE probe was introduced directly from the outside and positioned beneath the cardiac apex to enable substernal epicardial echocardiography (SONOS 5500 TM , Philips Medical Systems, Andover, USA). Subsequently, the pericardium was reconstructed with a patch, the sternum was reclosed with wire cerclages, and the thorax was closed prior to study measurements. A Judkins catheter (Vista Brite TM Tip Guiding Catheter JR 4 SH 7F, Cordis, Miami; FL) was inserted via another 10-Fr introducer sheath (right internal carotid artery) and was advanced through the brachiocephalic trunk into the ascending aorta. This Judkins catheter was used to deliver a compressed Dormia basket (EPflex TM Feinwerktechnik GmbH, Dettingen, Germany) with a diameter of 5 to 8 mm (wedged) through the aortic valve in the left ventricle (Fig 1) . Subsequently the expanded Dormia basket was retracted in the aortic valve annulus to induce substantial AI guided by epicardial echocardiography.
Measurements and experimental protocol
A high flow hemodialysis catheter (Certofix TM Trio HF S 1220, B. Braun) was placed in the right femoral vein for rapid fluid unloading or loading. Three cardiac preload conditions were induced at predefined measuring times: AI was induced within each preload condition and forward stroke volume, total stroke volume, regurgitant volume, regurgitation fraction and pressure half time were assessed as the mean of three echocardiographic measurements prior to study measurements. Echocardiography parameters were not assessed simultaneously with thermodilution parameters.
The combination of three preload and two valve conditions (competent valve and AI) gave a total of six predefined measuring times. We waited for at least 5 minutes after each loading or unloading, on-or offset of AI to allow hemodynamic equilibration prior to study measurements. Within each measuring time mean aortic pressure (MAP), aortic pulse pressure, CVP, heart rate (HR), and mean pulmonary arterial pressure (mPAP) were measured along with CO PAC and CO TCPTD . For simultaneous assessment of CO TCPTD and CO PAC three sequential 10-ml cold (8˚C) sodium chloride injections were randomly delivered throughout the respiratory cycle via the proximal port of the pulmonary artery catheter.
After completion of the experimental protocol the animals were killed by fast injection of 40 mmol potassium chloride during deep anesthesia.
Statistical analysis
Data were checked for normal distribution. Continuous data are presented as mean ± standard deviation (SD). Categorical data are presented as frequencies (n) or percentage values (%).
Analyses of variance of hemodynamic data were used. To eliminate the problem of correlated within-subject errors during repeated measures in single animals, differences between hemodynamic baseline parameters at six predefined measuring times were analyzed within mixed models with the individual animals as random effects, and the animal weight as a fixed effect. Thus the models are adjusted for weight.
The Bland-Altman method accounting for repeated measurements within single subjects [19] was used to evaluate agreement between CO TCPTD and CO PAC (reference technology) expressed as the mean of the differences (bias) with 95% limits of agreement (calculated as bias ± 1.96 x SD). The percentage error was calculated as described by Critchley and Critchley [20] . A percentage error of up to 30% has been suggested to define clinically acceptable agreement between study and reference technology in CO method comparison studies [20] .
To assess the trending capability of CO TCPTD in conditions with and without AI we created four-quadrant plots including both preload interventions (fluid loading and unloading). Concordance analysis was performed as described previously respecting a predefined exclusion zone of 0.5 l min -1 [21] [22] [23] . A concordance rate >92% has been proposed to indicate good trending ability [21] . Statistical analysis was performed using SPSS for Windows Release 22.0.0 (IBM SPSS Inc, Chicago, IL, USA), SigmaPlot 12.0 (Systat Software Inc, San Jose, CA, USA) and the statistical analysis software R 3.2.3. [24] . Statistical significance was accepted at a level of 0.05.
Results
The hemodynamics of sixteen healthy domestic pigs weighing 50.4 ± 7.2 kg were analyzed. After the onset of AI in hypovolemia one of these pig hemodynamically deteriorated (no. 7) and another one died (no. 3). In both animals subsequent data sets (i.e. hemodynamic measurements during AI in LPC and in HPC) could not be gathered.
We were able to induce substantial AI in our porcine model (moderate to severe AI in 84.1% of the cases) with a mean regurgitant volume of 33.6 ± 12.0 ml corresponding to a regurgitant fraction of 42.9 ± 12.6%. AI was fully reversible after removal of the Dormia basket. Echocardiographic findings are summarized in Table 1 .
Hemodynamic baseline parameters
Our variance components model (mixed model) showed (Table 2 ):
• Variations due to experimental induction of AI:
CO PAC , CO TCPTD and MAP decreased after induction of AI. Aortic pulse pressure significantly increased after the onset of AI. HR and mPAP were not relevantly affected by experimental induction of AI.
• Variations due to cardiac preload changes:
LPC was associated with a significantly lower CO PAC , CO TCPTD , MAP, mPAP and CVP and higher HR compared with HPC. Aortic pulse pressure was not relevantly affected by preload changes.
Agreement between CO TCPTD and CO PAC
Bland-Altman-plots illustrate the agreement between the CO TCPTD and CO PAC before and after the onset of AI (Fig 2) [20] .
Trending ability of CO TCPTD
The ability of CO TCPTD to trend CO changes induced by preload changes is illustrated in fourquadrant plots (Fig 3) . The concordance rate was 95.8% under baseline conditions (competent valve) as well as in conditions with substantial AI. This indicates good trending ability, according to Critchley et al. [21] , for CO TCPTD in conditions with and without AI.
Discussion
This experimental study systematically compared CO TCPTD with the clinical gold standard method CO PAC under conditions of substantial AI and further took the interplay between cardiac preload and AI into account. For this purpose we introduced a novel porcine model. The main and most important finding of our study is that CO TCPTD and CO PAC were interchangeable in substantial AI. We were able to demonstrate that despite substantial AI, CO TCPTD still reliably measured CO with a good ability to trend CO-changes induced by fluid loading or unloading in our porcine model. For some decades, CO-monitoring has been used to guide hemodynamic therapy at the bedside. Since it has been suspected-and has never been disproved-that TCPTD might be relevantly confounded by AI, the less-invasive TCPTD approach has been withheld in a lot of clinical situations in patients with known or suspected AI. However, CO method comparison studies have rarely been performed under conditions of AI. Thus, our knowledge of whether hemodynamic monitoring devices provide reliable measurements in AI was very limited [8, 14, 25, 26] . Two factors contribute to this knowledge gap:
1. In clinical settings conditions often are too dynamic and varied to gather reproducible highquality data of direct comparative assessments between AI and competent aortic valve function. Although before and after aortic valve surgery or balloon aortic valvuloplasty hemodynamic measurements in conditions with and without AI can directly be compared, in these clinical settings important confounding factors (e.g. impact of extracorporeal circulation, hypothermia, cardioplegia, thoracotomy, residual regurgitation, additional valve dysfunctions and hemodynamic disturbances after valvuloplasty [9] ) must be taken into account.
2. Data from large animal trials is lacking. Earlier established techniques for experimental induction of AI were most commonly based on irreversible destruction of the aortic valve cups [27] [28] [29] . In 1930 Wiggers et al. [30] introduced a reversible technique by spreading the aortic valve cups using a transmyocardial approach. In 1970 Spring et al. [31] introduced a transvascular approach for this "aortic-valve spreading technique", but fatal outcomes due to damage to the aorta have been reported [32] . We present a novel simple percutaneous, transcatheter approach with a self-expanding Dormia basket to spread the aortic valve in a porcine model (Fig 1) . This novel AI model is innovative and promising for further hemodynamic method comparison studies, since serial measurements with varying degrees of AI can be performed, while the integrity of the myocardium and the aortic valve cups is preserved. Serial, reproducible, temporary induction of AI was an important prerequisite for comparative hemodynamic assessments during varying combinations of aortic valve and cardiac preload conditions in our study.
Reliability and trending capability of thermodilution CO in AI is poorly described [8, 14] . In 1986 Hillis and co-authors found a relevant percentage difference between the transcardiopulmonary indocyanine green dye dilution technique and the Fick method in 7 patients with left-sided valvular regurgitation who underwent cardiac catheterization (4 patients with AI and 3 with mitral valve insufficiency) [33] . Breukers et al. [14] found a significant correlation between CO TCPTD and CO PAC in a cohort of 8 patients with residual left-sided valvular insufficiencies after valvular surgery (minimal AI in 4 and minimal to moderate mitral valve insufficiency in 6 patients). However, fluid-induced changes of CO TCPTD and CO PAC did not correlate [14] . A previous clinical study by our group [8] in 18 patients undergoing transcatheter aortic valve implantation found acceptable agreement between stroke volume measured by transcardiopulmonary thermodilution and transesophageal echocardiography in patients with AI after balloon aortic valvuloplasty. However, comparative assessments with CO PAC were not provided, systematic fluid challenges were absent and thus the impact of preload changes could not be taken into account. The study was primarily designed to investigate the reliability of hemodynamic monitoring in aortic valve stenosis [8] .
The present study found that transcardiopulmonary thermodilution reliably measured CO, even in the most unfavorable combination of substantial AI and severe hypovolemia with a good ability to trend CO-changes induced by cardiac preload changes in comparison with the clinical gold standard method CO PAC in a porcine model. Thus in everyday clinical practice TCPTD represents a less invasive alternative to PAC to measure CO in individual with known or suspected AI in the intensive care unit or operating theater.
We found a small bias between CO TCPTD and CO PAC . This finding is consistent with those from previous clinical [34] and animal trials [13] . CO TCPTD was most often found to be higher than the corresponding CO PAC [13, 34, 35] .
Furthermore, we found slightly higher PE values in conditions with low cardiac preload and, to a smaller extent, in conditions with substantial AI. However, these findings have to be interpreted with care and do not argue for a clinically relevant effect of thermal indicator loss promoted by aortic regurgitation on CO TCPTD . In fact, it should be remembered that agreement between CO TCPTD and CO PAC might be affected by low CO states [8, 12, 13, 34, 36] . Since CO significantly decreased in AI and in hypovolemia in our study, higher PE values have to be expected under these hemodynamic conditions. This study used a porcine model. Both thermodilution techniques are designated for human use and not for a porcine model. Although pigs are known to have comparable hemodynamics to humans, caution should be exercised if our findings are generalized and extrapolated to clinical conditions in humans. All animals in our model received general anesthesia and mechanical ventilation. This may limit the applicability of our findings to awake spontaneously breathing subjects. In 16% of the cases, echocardiography revealed only mild AI with a regurgitation fraction below 30%. Our results might have been different if we were able to achieve moderate to severe AI in all cases. Our data were assessed during acute AI. In patients with chronic AI the left ventricle adapts to chronical volume load with consecutive changes of the ventricle size and function which could possibly impact CO measurement. Thus caution should be exercised if our findings are extrapolated to patients with chronic AI.
Conclusions
Despite substantial AI, transcardiopulmonary thermodilution reliably measured CO under various cardiac preload conditions with a good ability to trend CO changes induced by preload changes in direct comparison with CO PAC in a porcine model. CO TCPTD and CO PAC were interchangeable in substantial AI.
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